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Quantitative electron probe analysis is based 
on models based on the physics or x-ray 
generation, empirically adjusted to the 
analyses of specimens of known compo- 
sition. Their accuracy can be estimated by 
applying them to a set of specimens of 
presumably well-known composition. 
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Correction Procedures 



The doctoral thesis of Raymond Castaing [1] contains 
the outlines of a procedure of quantitative electron probe 
microanalysis (EPMA) analysis on which most subse- 
quent methods are modeled. His choices were influ- 
enced by the availability of instrumentation and data. 
The instrument he used had crystal spectrometers of 
unnecessarily high wavelength resolution and inherent 
mechanical instability. His Geiger detectors had a very 
high dead time (in the order of ms) so that no high 
intensities could be accurately measured. The beam sta- 
bility was not comparable to present standards, the vac- 
uum was usually poor, and there were no diffracting 
crystals available for wavelengths below 0.1 nm. The 
efficiency of his instrument was relatively low so that he 
was forced to use acceleration voltages as high as 29 kV 
for routine analysis. There was at this time no energy- 
dispersive equipment available, and, last but not least, 
there existed no computers that would have permitted 
extensive on-line calculations or storage of parameters. 

Since it was practically impossible to compare the 
generated intensities of x-ray emissions at different 
wavelengths, Castaing chose to compare the measured 
intensities of the same x-ray line from the specimen and 
a standard of known composition determined sequen- 
tially. [With modern energy spectrometers in which the 



efficiency change from one element to the next can be 
estimated accurately, quantitation by comparison of the 
intensity from several lines ("standardless analysis") is 
now feasible]. Usually, pure elements were used as stan- 
dards where possible. 

Castaing recognized the existence of absorption ef- 
fects in primary emission, of fluorescence due to char- 
acteristic lines, and of matrix effects (atomic number 
effects) in the primary emission. Hence he proposed 
three "corrections" to the measured intensity: for ab- 
sorption, atomic number effect, and fluorescence (from 
characteristic lines only). It was impossible to predict 
quantitatively the intensity of primary emission or the 
signal losses due to the absorption of x-rays within the 
specimen. Only the relative contribution of fluorescence 
due to characteristic lines could be calculated from first 
principles. Fluorescence by the continuum was ignored, 
as were at first the effects of electron backscatter, and 
many parameters of importance in quantitative analysis, 
particularly the x-ray absorption coefficients that were 
not well known. 

The most important effect to be accounted for was 
that of losses due to x-ray absorption, particularly sig- 
nificant because of the low take-off angle and the use of 
high acceleration voltages. In his thesis Castaing tried to 
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obtain information concerning the depth distribution of 
primary x-ray generation, which must be known if the 
absorption losses are to be calculated. Later he contin- 
ued this effort with the aid of special targets with thin 
tracer layers buried at varied depth [2,3]. Complemen- 
tary information on this subject was obtained by Green 
[4] who measured the intensity of x-ray emission as a 
function of the x-ray emergence angle. Based on these 
observations, Philibert first proposed a generalized 
model for the calculation of the absorption losses of 
primary emission [5]. Further refinements of the 
"absorption correction" were later proposed by various 
authors [6]. The calculation required, however, a reason- 
ably accurate knowledge of the x-ray absorption coeffi- 
cients involved. This problem was tackled by experimen- 
tal determinations as well as by the generalized models 
for the calculation of these coefficients [7]. 

The accuracy of these models and of the analyses 
performed with their aid is thus limited by the following 
factors: 

1. X-ray intensity measurement uncertainties due to 
counting statistics, drift, dead-time corrections, and 
those relating to line and band widths. 

2. Chemical shifts. 

3. Uncertainties in physical parameters used in the cor- 
rection procedure, such as mass absorption coeffi- 
cients. 

4. Limitations in the amount and type of composite 
standards used for the calibration of such procedures. 

5. Uncertainties in chemical analysis, inhomogeneity of 
standards and specimens, and in the assumed stoi- 
chiometry of the standards. 

6. Effects of standard preparation, surface conditions, 
poor conductivity, and specimen decomposition 
upon irradiation. 

Mechanisms of x-ray generation of less importance, 
such as fluorescence due to the continuum, and excita- 
tion by high-energy secondary electrons [8] are usually 
ignored in the procedure. They may have been incorpo- 
rated inadvertently in one of the classical corrections of 
the ZAF procedure. In that case, adding a separate cal- 
culation for them may actually degrade the accuracy of 
the procedure. 

In view of the limited knowledge of the laws govern- 
ing the generation of primary x-rays in multi-element 
targets, any "correction method" is, or should be, based 
on generalizing the results of analyses of specimens of 
known composition. The comparison of competing pro- 
cedures is also done on the basis of applying them to 
measurements on sets of standards of "known" compo- 
sition. Ideally one should evaluate a method with a set of 
standards that were not used for its creation, but this is 
virtually impossible, given the scarcity of measurements 
on reliable standards. The evaluation of the residual 



errors was usually done for the combined effects of 
atomic number, absorption and fluorescence, but obvi- 
ously the tests for each of the corrections should be done 
separately for each effect. For instance, the inclusion in 
a test for absorption of specimens with atomic number 
differences but negligible absorption will increase the 
statistical uncertainty. Separate tests of this nature were 
described in a report on a study performed after my 
retirement, using an extended and carefully selected set 
of standard materials, and summarized in Ref. [9]. 

As an alternative procedure, particularly for minerals, 
composite standards of presumably known composition 
can be combined with simple correction procedures. In 
this case, the residual uncertainties are mainly due to the 
accuracy of the presumed standard composition, and on 
the macroscopic and microscopic homogeneity of the 
standards. 



2. Contributions of NBS/NIST 

Work done at NBS/NIST that contributed to the im- 
provement of the accuracy of microanalysis included 
proposed models for data reduction programs, for the 
required parameters, and for their performance with 
computers. These contributions are too numerous to be 
detailed here. 

Other publications were concerned with the way in 
which uncertainties in physical parameters affect the 
accuracy of the result [10-12]. The most significant 
effect of these studies was the demonstration that the 
accuracy of analysis could be improved significantly by 
using spectrometers at a higher take-off angle than Cas- 
taing's original instruments, and working at lower oper- 
ating voltages. These changes were adopted by all in- 
strument manufacturers and analysts. Another area of 
importance was the preparation of standard reference 
materials certified for composition and homogeneity on 
a microscopic level and for particulate material [13]. 

Several workshops at NBS/NIST provided a basis for 
the collection of work of general interest, with the par- 
ticipation of investigators from abroad. The presenta- 
tions are collected in NBS Special Publications [14-16] 
and in a book edited by Heinrich and Newbury [17]. 
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